Automated carbohydrate analysis can be useful clinicaHy in the research laboratory as an aid in understanding the fundamental role of carbohydrates in metabolism, including their pathologic significance. An analytic system being developed at our laboratory utilizes an automated carbohydrate analyzer to chromatograph borated physiologic fluids while using strongly basic anion-exchange resin. The eluted carbohydrates are detected by sulfuric acid-phenol colorimetry. The carbohydrate analyzer used in this experimental work should become a useful tool in the clinical laboratory.
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